
Overview	
The REMEDY® POLY+PLUS™ Acetabular Cup (Figure 1) is part 
of the treatment in a two-stage procedure performed in the event 
of permanent prosthesis infection. 

The REMEDY® POLY+PLUS™ Acetabular Cup implant is intended for 
temporary use only (180 days or less) and allows for basic joint mobility. 
The REMEDY® POLY+PLUS™ Acetabular Cup implant is to be used only 
in combination with REMEDY® CoCr Modular Head. Do not combine the 
REMEDY® POLY+PLUS™ Acetabular Cup with the REMEDY® & REMEDY 
SPECTRUM® GV Modular Femoral Head. A second surgery will be required 
at a later date to remove REMEDY® POLY+PLUS™ Acetabular Cup and 
replace it with a permanent hip joint implant.  

REMEDY® POLY+PLUS™ Acetabular Cup: 
• single-use medical device/ethylene oxide sterile
• formed with UHMWPE Crosslinked with Vitamin E

Indications
The OsteoRemedies® Hip Spacer System consists of a modular head and stem, and an optional acetabular   
cup. The REMEDY® PMMA components of the OsteoRemedies® Hip Spacer System include gentamicin and    
the REMEDY SPECTRUM® GV PMMA components include gentamicin and vancomycin.

The OsteoRemedies® Hip Spacer System is indicated for temporary use (maximum 180 days) as an adjunct 
to total hip replacement (THR) in skeletally mature patients undergoing a two-stage procedure due to a septic 
process and where gentamicin or gentamicin/vancomycin are the most appropriate antibiotic based on the 
susceptibility pattern of the infecting micro-organisms.

Following removal of the existing acetabular and femoral components and radical debridement the head and 
stem components are inserted into the femoral medullary canal and can mate directly with the native acetabu-
lum or an acetabular component which is placed in the acetabular cavity. The device is intended for use in 
conjunction with systemic antimicrobial antibiotic therapy (standard treatment approach to an infection).

The OsteoRemedies® Hip Spacer System is not intended for use for more than 180 days, at which time it must 
be explanted and a permanent device implanted or another appropriate treatment performed (e.g. resection 
arthroplasty, etc.).

Contraindications
Contraindicated for use with:
• Deficiencies in the patient’s vascular, nervous or muscular systems.
• Osteoporosis or poor bone quality may cause the implant to fracture existing bone or migrate.
• Patient’s two-stage arthroplasty procedure is contraindicated based on decreased immune response
or systemic clinical conditions.

• The infected THR devices cannot be removed.
• Patient exhibits hypersensitivity (allergy) to polyethylene, PMMA bone cement, aminoglycosides or gentamicin.
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• Lack of ideal bone disallows support of the prosthesis in the acetabular region or proximal femur
(e.g. when Burch Schneider reinforcement cage is needed)

• Infection of the THR cannot be confirmed.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin when coupled with the REMEDY

®
 Hip Spacer.

• Infecting bacteria/pathogens resistant or not susceptible to gentamicin and vancomycin when coupled with
the REMEDY SPECTRUM

®
 GV Hip Spacer.

• A remote infection (systemic or secondary) is suspected or verified.
• Patient has myasthenia gravis.
• The patient does not have a THR and the infection is secondary to trauma, septic arthritis or other

surgical procedures.
• Patient has neuromuscular disorders disallowing proper control of the hip. 
• Patient is unable or rejecting the use of protected weight bearing devices throughout the implantation period
(canes, walkers, crutches, etc.).

• Age, weight or activity level, may cause the surgeon to expect possible, early failure of the hip spacer.
• The REMEDY

®
 CoCr Modular Femoral Heads should not be used with the PMMA REMEDY

®
 Acetabular Cups.

• The PMMA REMEDY
®
 and REMEDY SPECTRUM

®
 Modular Femoral Heads should not be used with the

REMEDY
®
 POLY+PLUS™ Acetabular Cups.

Possible Adverse Events
The list provided below addresses serious adverse effects which may be associated with the use of the
REMEDY

®
 POLY+PLUS™ Acetabular Cup. Note that some effects are not directly associated with the device

itself; however, the surgeon should be aware of these possible issues, and be ready to treat them accordingly.

Surgical Risks (General): pulmonary embolism, myocardial infarction, arrhythmias, venous thrombosis,
and transitory hypotension.

Surgery Risks (THR): difference in limb length, wound healing issues, femur or acetabulum damage,
blood vessel damage, nerve damage, bone bed damage, excessive blood loss, arthrofibrosis, phlebitis,
thrombophlebitis, and hematoma

REMEDY
®
 POLY+PLUS™Acetabular Cup Risks: recurrent infection, implant breakage, head disassembly,

implant loosening, debris release, difficult device removal, implant dislocation, and foreign body reaction. 

NOTES: The surgeon should be aware of the possible negative effects of bone cement, as the device must be 
affixed with it. Reoccurring infections have been known to present even with intravenous (i.v.) antibiotic use.

Pregnancy and Breast-feeding
There are no existing data that illustrates the usage safety of the REMEDY

®
 POLY+PLUS™Acetabular Cup 

during pregnancy and breast-feeding. It is recommended that hip revision surgery be avoided during the first 
three months of pregnancy. The REMEDY

®
 POLY+PLUS™Acetabular Cup can be used in the remaining 

gestation time only when it is determined that it is impossible to save the joint or preserve the patient’s life
by other means of intervention. 

Use in Children
No data or tests support that the REMEDY

®
 POLY+PLUS™ Acetabular Cup is safe to use in children. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup should only be used in mature adults. 
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Precautions
Review of the OsteoRemedies

®
 LLC surgical technique for hip arthroplasty revision surgery and familiarity

with the proper use of the REMEDY
®
 POLY+PLUS™Acetabular Cup is required for successful implantation 

of the device. Only surgeons who have studied the REMEDY
®
 & REMEDY SPECTRUM

®
 GV Hip Spacer 

surgical technique, including the additional steps for the use of the acetabular component, and are aware of 
the limitations of its application, should perform the procedure. The surgeon should not adjust or modify the
device in any way (do not add antibiotics to the device as the structural and pharmacological effects cannot
be known). 

The user must protect the device from harm as any damage to the implant may reduce fatigue strength and 
may result in failure under load thus possibly affecting the patient. If particulate debris becomes detached
(loose fragments of bone or bone cement) the wear rate of component contact surface is greatly accelerated 
as debris acts as an abrasive and damaging anomaly. The REMEDY

®
 POLY+PLUS™Acetabular Cup may 

be compromised in an overweight or obese patient and/or one who does not limit the amount of activity and 
weight placed on the hip. It is essential that the patient use mobility-assisted devices (e.g. crutches, walker, 
cane) during the implantation period. 

Care should be taken in placing the spacer to preserve other remaining bony tissue during the implantation 
procedure. Implantation methods which are deemed aggressive are not needed for proper placement of 
the spacer. Any damage to the device may affect the fatigue strength and lead to failure under load, therefore
do not subject the device to excessive forces (mallet strikes). Antibiotic susceptibility testing should be
performed using a fine needle aspiration from the joint site prior to implantation of the REMEDY

®

POLY+PLUS™ Acetabular Cup. Patients should be informed of the limitations of the implant and the 
requirement for additional surgery to implant a permanent hip prosthesis. Patients should be instructed to 
adjust their activities and be informed that postoperative care is essential. 

The REMEDY
®
 POLY+PLUS™ Acetabular Cup is single-use, intended for an individual patient. Do not rest-

erilize and/or reuse. Resterilization can cause a risk of infection to the patient and may change the morphology 
of the device, the effectiveness of the antibiotic component and mechanical properties of the implant, which
could cause a malfunction with serious health risks for the patient. The implant must not be reused once
removed, though it may appear undamaged, as this could cause contamination and aggravation of patient’s
infection. By not following these recommendations there will be an increased likelihood of wear, loosening,
poor function, fracture or premature failure. The removed device is a surgical waste and must be discarded
once explanted at the end of its lifetime. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup must not be implanted if the existing implant cannot be 

completely removed. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup should not be used in areas that contain osteosynthesis 

implants that may interfere with the device and its mechanical function. 

The REMEDY SPECTRUM
®
 GV Modular Femoral Head is intended for use with the optional REMEDY

®

Acetabular Cup (PMMA) and the REMEDY
®
 CoCr Modular Femoral Head is intended for use with the

optional REMEDY
®
 POLY+PLUS™Acetabular Cup (UHMWPE XL with Vitamin E).
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to total hip replacement (THR) in skeletally mature patients undergoing a two-stage procedure due to a septic 
process and where gentamicin or gentamicin/vancomycin are the most appropriate antibiotic based on the 
susceptibility pattern of the infecting micro-organisms.

Following removal of the existing acetabular and femoral components and radical debridement the head and 
stem components are inserted into the femoral medullary canal and can mate directly with the native acetabu-
lum or an acetabular component which is placed in the acetabular cavity. The device is intended for use in 
conjunction with systemic antimicrobial antibiotic therapy (standard treatment approach to an infection).
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Contraindications
Contraindicated for use with:
• Deficiencies in the patient’s vascular, nervous or muscular systems.
• Osteoporosis or poor bone quality may cause the implant to fracture existing bone or migrate.
• Patient’s two-stage arthroplasty procedure is contraindicated based on decreased immune response
or systemic clinical conditions.

• The infected THR devices cannot be removed.
• Patient exhibits hypersensitivity (allergy) to polyethylene, PMMA bone cement, aminoglycosides or gentamicin.

SURGEON INFORMATION

REMEDY
®

POLY+PLUS™ACETABULAR CUP

1

2

• Lack of ideal bone disallows support of the prosthesis in the acetabular region or proximal femur
(e.g. when Burch Schneider reinforcement cage is needed)

• Infection of the THR cannot be confirmed.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin when coupled with the REMEDY® Hip Spacer.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin and vancomycin when coupled with
 the REMEDY SPECTRUM® GV Hip Spacer.

• A remote infection (systemic or secondary) is suspected or verified.
• Patient has myasthenia gravis.
• The patient does not have a THR and the infection is secondary to trauma, septic arthritis or other

surgical procedures.
• Patient has neuromuscular disorders disallowing proper control of the hip. 
• Patient is unable or rejecting the use of protected weight bearing devices throughout the implantation period
(canes, walkers, crutches, etc.).

• Age, weight or activity level, may cause the surgeon to expect possible, early failure of the hip spacer.
• The REMEDY® CoCr Modular Femoral Heads should not be used with the PMMA REMEDY® Acetabular Cups.
• The PMMA REMEDY® and REMEDY SPECTRUM® Modular Femoral Heads should not be used with the 
REMEDY® POLY+PLUS™ Acetabular Cups.

Possible Adverse Events
The list provided below addresses serious adverse effects which may be associated with the use of the 
REMEDY® POLY+PLUS™ Acetabular Cup. Note that some effects are not directly associated with the device 
itself; however, the surgeon should be aware of these possible issues, and be ready to treat them accordingly.

Surgical Risks (General): pulmonary embolism, myocardial infarction, arrhythmias, venous thrombosis,
and transitory hypotension.

Surgery Risks (THR): difference in limb length, wound healing issues, femur or acetabulum damage,
blood vessel damage, nerve damage, bone bed damage, excessive blood loss, arthrofibrosis, phlebitis, 
thrombophlebitis, and hematoma

REMEDY® POLY+PLUS™ Acetabular Cup Risks: recurrent infection, implant breakage, head disassembly,
implant loosening, debris release, difficult device removal, implant dislocation, and foreign body reaction. 

NOTES: The surgeon should be aware of the possible negative effects of bone cement, as the device must be 
affixed with it. Reoccurring infections have been known to present even with intravenous (i.v.) antibiotic use. 

Pregnancy and Breast-feeding
There are no existing data that illustrates the usage safety of the REMEDY® POLY+PLUS™ Acetabular Cup
during pregnancy and breast-feeding. It is recommended that hip revision surgery be avoided during the first 
three months of pregnancy. The REMEDY® POLY+PLUS™ Acetabular Cup can be used in the remaining
gestation time only when it is determined that it is impossible to save the joint or preserve the patient’s life 
by other means of intervention. 

Use in Children
No data or tests support that the REMEDY® POLY+PLUS™ Acetabular Cup is safe to use in children. 
The REMEDY® POLY+PLUS™ Acetabular Cup should only be used in mature adults. 
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Precautions
Review of the OsteoRemedies® LLC surgical technique for hip arthroplasty revision surgery and familiarity
with the proper use of the REMEDY® POLY+PLUS™ Acetabular Cup is required for successful implantation 
of the device. Only surgeons who have studied the REMEDY® & REMEDY SPECTRUM® GV Hip Spacer 
surgical technique, including the additional steps for the use of the acetabular component, and are aware of 
the limitations of its application, should perform the procedure. The surgeon should not adjust or modify the
device in any way (do not add antibiotics to the device as the structural and pharmacological effects cannot
be known). 

The user must protect the device from harm as any damage to the implant may reduce fatigue strength and 
may result in failure under load thus possibly affecting the patient. If particulate debris becomes detached
(loose fragments of bone or bone cement) the wear rate of component contact surface is greatly accelerated 
as debris acts as an abrasive and damaging anomaly. The REMEDY® POLY+PLUS™ Acetabular Cup may 
be compromised in an overweight or obese patient and/or one who does not limit the amount of activity and 
weight placed on the hip. It is essential that the patient use mobility-assisted devices (e.g. crutches, walker, 
cane) during the implantation period. 

Care should be taken in placing the spacer to preserve other remaining bony tissue during the implantation 
procedure. Implantation methods which are deemed aggressive are not needed for proper placement of 
the spacer. Any damage to the device may affect the fatigue strength and lead to failure under load, therefore
do not subject the device to excessive forces (mallet strikes). Antibiotic susceptibility testing should be
performed using a fine needle aspiration from the joint site prior to implantation of the REMEDY®

POLY+PLUS™ Acetabular Cup. Patients should be informed of the limitations of the implant and the 
requirement for additional surgery to implant a permanent hip prosthesis. Patients should be instructed to 
adjust their activities and be informed that postoperative care is essential. 

The REMEDY® POLY+PLUS™ Acetabular Cup is single-use, intended for an individual patient. Do not rest-
erilize and/or reuse. Resterilization can cause a risk of infection to the patient and may change the morphology 
of the device, the effectiveness of the antibiotic component and mechanical properties of the implant, which
could cause a malfunction with serious health risks for the patient. The implant must not be reused once
removed, though it may appear undamaged, as this could cause contamination and aggravation of patient’s
infection. By not following these recommendations there will be an increased likelihood of wear, loosening,
poor function, fracture or premature failure. The removed device is a surgical waste and must be discarded
once explanted at the end of its lifetime. 

The REMEDY® POLY+PLUS™ Acetabular Cup must not be implanted if the existing implant cannot be 
completely removed. 

The REMEDY® POLY+PLUS™ Acetabular Cup should not be used in areas that contain osteosynthesis 
implants that may interfere with the device and its mechanical function. 

The REMEDY SPECTRUM® GV Modular Femoral Head is intended for use with the optional REMEDY®

Acetabular Cup (PMMA) and the REMEDY® CoCr Modular Femoral Head is intended for use with the
optional REMEDY® POLY+PLUS™ Acetabular Cup (UHMWPE XL with Vitamin E).
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Following removal of the existing acetabular and femoral components and radical debridement the head and 
stem components are inserted into the femoral medullary canal and can mate directly with the native acetabu-
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conjunction with systemic antimicrobial antibiotic therapy (standard treatment approach to an infection).
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Contraindications
Contraindicated for use with:
• Deficiencies in the patient’s vascular, nervous or muscular systems.
• Osteoporosis or poor bone quality may cause the implant to fracture existing bone or migrate.
• Patient’s two-stage arthroplasty procedure is contraindicated based on decreased immune response
or systemic clinical conditions.

• The infected THR devices cannot be removed.
• Patient exhibits hypersensitivity (allergy) to polyethylene, PMMA bone cement, aminoglycosides or gentamicin.
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• Lack of ideal bone disallows support of the prosthesis in the acetabular region or proximal femur
(e.g. when Burch Schneider reinforcement cage is needed)

• Infection of the THR cannot be confirmed.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin when coupled with the REMEDY® Hip Spacer.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin and vancomycin when coupled with

the REMEDY SPECTRUM® GV Hip Spacer.
• A remote infection (systemic or secondary) is suspected or verified.
• Patient has myasthenia gravis.
• The patient does not have a THR and the infection is secondary to trauma, septic arthritis or other

surgical procedures.
• Patient has neuromuscular disorders disallowing proper control of the hip. 
• Patient is unable or rejecting the use of protected weight bearing devices throughout the implantation period
(canes, walkers, crutches, etc.).

• Age, weight or activity level, may cause the surgeon to expect possible, early failure of the hip spacer.
• The REMEDY® CoCr Modular Femoral Heads should not be used with the PMMA REMEDY® Acetabular Cups.
• The PMMA REMEDY® and REMEDY SPECTRUM® Modular Femoral Heads should not be used with the
REMEDY® POLY+PLUS™ Acetabular Cups.

Possible Adverse Events
The list provided below addresses serious adverse effects which may be associated with the use of the
REMEDY® POLY+PLUS™ Acetabular Cup. Note that some effects are not directly associated with the device
itself; however, the surgeon should be aware of these possible issues, and be ready to treat them accordingly.

Surgical Risks (General): pulmonary embolism, myocardial infarction, arrhythmias, venous thrombosis,
and transitory hypotension.

Surgery Risks (THR): difference in limb length, wound healing issues, femur or acetabulum damage,
blood vessel damage, nerve damage, bone bed damage, excessive blood loss, arthrofibrosis, phlebitis,
thrombophlebitis, and hematoma

REMEDY® POLY+PLUS™ Acetabular Cup Risks: recurrent infection, implant breakage, head disassembly,
implant loosening, debris release, difficult device removal, implant dislocation, and foreign body reaction. 

NOTES: The surgeon should be aware of the possible negative effects of bone cement, as the device must be 
affixed with it. Reoccurring infections have been known to present even with intravenous (i.v.) antibiotic use.

Pregnancy and Breast-feeding
There are no existing data that illustrates the usage safety of the REMEDY® POLY+PLUS™ Acetabular Cup 
during pregnancy and breast-feeding. It is recommended that hip revision surgery be avoided during the first 
three months of pregnancy. The REMEDY® POLY+PLUS™ Acetabular Cup can be used in the remaining 
gestation time only when it is determined that it is impossible to save the joint or preserve the patient’s life
by other means of intervention. 

Use in Children
No data or tests support that the REMEDY® POLY+PLUS™ Acetabular Cup is safe to use in children. 
The REMEDY® POLY+PLUS™ Acetabular Cup should only be used in mature adults. 
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Precautions
Review of the OsteoRemedies® LLC surgical technique for hip arthroplasty revision surgery and familiarity 
with the proper use of the REMEDY® POLY+PLUS™ Acetabular Cup is required for successful implantation 
of the device. Only surgeons who have studied the REMEDY® & REMEDY SPECTRUM® GV Hip Spacer 
surgical technique, including the additional steps for the use of the acetabular component, and are aware of 
the limitations of its application, should perform the procedure. The surgeon should not adjust or modify the 
device in any way (do not add antibiotics to the device as the structural and pharmacological effects cannot 
be known). 

The user must protect the device from harm as any damage to the implant may reduce fatigue strength and 
may result in failure under load thus possibly affecting the patient. If particulate debris becomes detached 
(loose fragments of bone or bone cement) the wear rate of component contact surface is greatly accelerated 
as debris acts as an abrasive and damaging anomaly. The REMEDY® POLY+PLUS™ Acetabular Cup may 
be compromised in an overweight or obese patient and/or one who does not limit the amount of activity and 
weight placed on the hip. It is essential that the patient use mobility-assisted devices (e.g. crutches, walker, 
cane) during the implantation period. 

Care should be taken in placing the spacer to preserve other remaining bony tissue during the implantation 
procedure. Implantation methods which are deemed aggressive are not needed for proper placement of 
the spacer. Any damage to the device may affect the fatigue strength and lead to failure under load, therefore 
do not subject the device to excessive forces (mallet strikes). Antibiotic susceptibility testing should be 
performed using a fine needle aspiration from the joint site prior to implantation of the REMEDY® 
POLY+PLUS™ Acetabular Cup. Patients should be informed of the limitations of the implant and the 
requirement for additional surgery to implant a permanent hip prosthesis. Patients should be instructed to 
adjust their activities and be informed that postoperative care is essential. 

The REMEDY® POLY+PLUS™ Acetabular Cup is single-use, intended for an individual patient. Do not rest-
erilize and/or reuse. Resterilization can cause a risk of infection to the patient and may change the morphology 
of the device, the effectiveness of the antibiotic component and mechanical properties of the implant, which 
could cause a malfunction with serious health risks for the patient. The implant must not be reused once 
removed, though it may appear undamaged, as this could cause contamination and aggravation of patient’s 
infection. By not following these recommendations there will be an increased likelihood of wear, loosening, 
poor function, fracture or premature failure. The removed device is a surgical waste and must be discarded 
once explanted at the end of its lifetime. 

The REMEDY® POLY+PLUS™ Acetabular Cup must not be implanted if the existing implant cannot be 
completely removed. 

The REMEDY® POLY+PLUS™ Acetabular Cup should not be used in areas that contain osteosynthesis 
implants that may interfere with the device and its mechanical function. 

The REMEDY SPECTRUM® GV Modular Femoral Head is intended for use with the optional REMEDY®

Acetabular Cup (PMMA) and the REMEDY® CoCr Modular Femoral Head is intended for use with the 
optional REMEDY® POLY+PLUS™ Acetabular Cup (UHMWPE XL with Vitamin E).



Implant Positioning  
When the correct position has been determined, open the package of the REMEDY® POLY+PLUS™ Acetabular 
Cup. Using antibiotic loaded acrylic bone cement, apply the cement to native acetabulum and the backside of 
REMEDY® POLY+PLUS™ Acetabular Cup (Figure 2). Place the acetabular cup in the acetabulum by hand. 

The device should be implanted using hand pressure only with the provided ball inserter/pusher to hold the 
implant in place while the cement cures shown in Figure 3. Note: do not use excessive pressure for device 
positioning.

Do not combine the REMEDY® SPECTRUM GV Modular Femoral Head with the REMEDY® POLY+PLUS™

Acetabular Cup. Do not combine the REMEDY® CoCr Modular Femoral Head with the REMEDY® Acetabular 
Cup (PMMA).

The REMEDY® POLY+PLUS™ Acetabular Cup must not remain implanted for more than 180 days. The 
operative area should be rigorously irrigated and rinsed after device extraction to remove all cement debris 
prior to implantation of the permanent prosthesis or other surgical procedures (resection arthroplasty, 
etc.). Survival of the revision implant may be jeopardized if cement and/or bone debris are not thoroughly 
removed. The device has specific indications for use. Thus its use under conditions other than the intended 
ones is unlikely to provide any benefit to the patient, and increases the risk of developing drug-resistant 
bacteria.

Implantation/Utilization
Aseptic surgical techniques are critically important based on clinical study data. The use of the REMEDY® 
POLY+PLUS™ Acetabular Cup is checked by the surgeon in relation to the patient’s anatomy and need. In 
order for the surgeon to effectively implant the device, the surgeon shall: (A) study available literature, (B) 
properly and thoroughly train on the techniques required for the REMEDY® POLY+PLUS™ Acetabular Cup 
surgery, and (C) study and become informed regarding the use of instrumentation for sizing and implantation 
of the devices. REMEDY® POLY+PLUS™ Acetabular Cups must be used in combination with appropriate 
REMEDY® CoCr Modular Head sizes.

NOTE: REMEDY® POLY+PLUS™ Acetabular Cup must be combined with a new implant only. REMEDY® 
Acetabular Cup Pusher is also available to ensure that the implant is correctly placed in the patient’s 
anatomy. 

Warning: REMEDY® POLY+PLUS™ Acetabular Cup must be cemented with antibiotic loaded bone cement. 

NOTE: It is recommended to use High Viscosity bone cement for implant fixation. This will facilitate 
explantation at the second stage surgery.  

Application Instructions
All routes of access to the hip may be utilized for the insertion of the REMEDY® POLY+PLUS™ Acetabular 
Cup. The operative site must be irrigated with Ringer’s or physiological solution. Also, thorough debride-
ment must be executed after removal of the prosthesis and before inserting the REMEDY® POLY+PLUS™

Acetabular Cup. Excess cement or debris from the previous device must be removed to ensure a clear 
operative area.

REMEDY® POLY+PLUS™ Acetabular Cup Use 

Size Selection 
After a thorough debridement has been complete, the acetabulum should be appropriately sized for the 
implantation of the REMEDY® POLY+PLUS™ Acetabular Cup. The appropriate size should consider the 
OD of the chosen cup size plus the thickness of the desired cement mantel (minimum of 2 mm).   
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How Supplied
The REMEDY® POLY+PLUS™ Acetabular Cup implants are packaged and distributed sterile. Do not resterilize. 
All packages should be inspected for integrity prior to use. If a package is opened, contaminated or damaged it 
should not be used. 

Caution
Store in a cool and dry environment. 
Do not use if the inner container is damaged or opened.
Federal law restricts this device to sale by or on the order of a physician.

Information
For further product information, please contact Customer Service.

Osteoremedies LLC 
6800 Poplar Avenue
Suite 120 
Memphis, TN 38138 
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info@osteoremedies.com
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  Figure 3: REMEDY® 
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For the following three hours the patient must not move their leg to ensure correct fixation of the whole 
REMEDY® & REMEDY SPECTRUM® GV implant(s). To prevent dislocation, the same measures utilized for a 
permanent total hip replacement should be adopted, plus other specifics such as:

• Instructions, techniques or guides for the spacer device.
• Placement with appropriate joint tension of the soft tissues around the hip joint (offset adjustment.)
• Acquiring ideal cup support in the event of severe acetabular bone loss.
• In cases at risk consider the use of an abduction brace (possibly articulated) to assist flexion to avoid the  
risk of dislocation.

Postoperative Treatment
Postoperative treatment is comparable with a total hip implant; however, weight-bearing can be only partial
(use of canes, crutches, etc.). It is recommended that partial weight-bearing be assessed on an individual 
basis in relation to the anatomic conditions of the femur and acetabulum, bone trophism and the clinical 
conditions of the patient during rehabilitation stages. Excessive weight bearing or forced mobilization which 
could cause the implant to damage the biological structure must be avoided. If needed, an abduction brace
(possibly articulated) to assist flexion may be suggested in cases at risk of dislocation.

Explantation
The REMEDY® POLY+PLUS™ Acetabular Cup must be removed within 180 days of implantation and is not
intended for use as a permanent prosthesis. Revision instruments (mallets, osteotomes, etc.) can be used 
in the surgical procedure. The wound site should be thoroughly cleaned of all bone cement debris prior to
implantation of a definitive implant or performing an alternative surgical procedure (e.g. resection arthroplasty 
etc.). Cement or bone debris may shorten the survival of the revision implant if not removed. 

Disposal
Disposal of the device should be in accordance with local waste regulations.

Patient Precautions (surgeon-to-patient instructions):
• Pain, discomfort or trauma with the affected limb must be communicated to the surgeon.
• Canes, crutches, walkers, etc., (protected weight-bearing mobility devices) must be used at all times while 
the device is implanted.

• The REMEDY® POLY+PLUS™ Acetabular Cup must be removed after temporary implantation (not to
exceed 180 days).

• Excessive loading/weight on the REMEDY® POLY+PLUS™ Acetabular Cup must be avoided (sports activity, 
obesity, falling, unprotected weight bearing, etc.).

The patient’s anatomic conditions of the hip district, bone trophism and other relevant clinical conditions during 
the rehabilitation phase should be periodically reviewed as the REMEDY® POLY+PLUS™ Acetabular Cup
was designed for temporary implantation under protected load bearing conditions.

REMEDY® POLY+PLUS™ Acetabular Cup Main Dimensions

REMEDY POLY+PLUS™ 
Acetabular Cup 
40mm ID/48mm OD

REMEDY POLY+PLUS™
Acetabular Cup 
44mm ID/52mm OD

Component Description Ref Code 1(mm) 2(mm) 3(mm)

®

ø44 ø52 28

®
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Implant Positioning  
When the correct position has been determined, open the package of the REMEDY® POLY+PLUS™ Acetabular 
Cup. Using antibiotic loaded acrylic bone cement, apply the cement to native acetabulum and the backside of 
REMEDY® POLY+PLUS™ Acetabular Cup (Figure 2). Place the acetabular cup in the acetabulum by hand. 

The device should be implanted using hand pressure only with the provided ball inserter/pusher to hold the 
implant in place while the cement cures shown in Figure 3. Note: do not use excessive pressure for device 
positioning.

Do not combine the REMEDY® SPECTRUM GV Modular Femoral Head with the REMEDY® POLY+PLUS™

Acetabular Cup. Do not combine the REMEDY® CoCr Modular Femoral Head with the REMEDY® Acetabular 
Cup (PMMA).

The REMEDY® POLY+PLUS™ Acetabular Cup must not remain implanted for more than 180 days. The 
operative area should be rigorously irrigated and rinsed after device extraction to remove all cement debris 
prior to implantation of the permanent prosthesis or other surgical procedures (resection arthroplasty, 
etc.). Survival of the revision implant may be jeopardized if cement and/or bone debris are not thoroughly 
removed. The device has specific indications for use. Thus its use under conditions other than the intended 
ones is unlikely to provide any benefit to the patient, and increases the risk of developing drug-resistant 
bacteria.

Implantation/Utilization
Aseptic surgical techniques are critically important based on clinical study data. The use of the REMEDY® 
POLY+PLUS™ Acetabular Cup is checked by the surgeon in relation to the patient’s anatomy and need. In 
order for the surgeon to effectively implant the device, the surgeon shall: (A) study available literature, (B) 
properly and thoroughly train on the techniques required for the REMEDY® POLY+PLUS™ Acetabular Cup 
surgery, and (C) study and become informed regarding the use of instrumentation for sizing and implantation 
of the devices. REMEDY® POLY+PLUS™ Acetabular Cups must be used in combination with appropriate 
REMEDY® CoCr Modular Head sizes.

NOTE: REMEDY® POLY+PLUS™ Acetabular Cup must be combined with a new implant only. REMEDY® 
Acetabular Cup Pusher is also available to ensure that the implant is correctly placed in the patient’s 
anatomy. 

Warning: REMEDY® POLY+PLUS™ Acetabular Cup must be cemented with antibiotic loaded bone cement. 

NOTE: It is recommended to use High Viscosity bone cement for implant fixation. This will facilitate 
explantation at the second stage surgery.  

Application Instructions
All routes of access to the hip may be utilized for the insertion of the REMEDY® POLY+PLUS™ Acetabular 
Cup. The operative site must be irrigated with Ringer’s or physiological solution. Also, thorough debride-
ment must be executed after removal of the prosthesis and before inserting the REMEDY® POLY+PLUS™ 
Acetabular Cup. Excess cement or debris from the previous device must be removed to ensure a clear 
operative area.

REMEDY® POLY+PLUS™ Acetabular Cup Use 

Size Selection 
After a thorough debridement has been complete, the acetabulum should be appropriately sized for the 
implantation of the REMEDY® POLY+PLUS™ Acetabular Cup. The appropriate size should consider the 
OD of the chosen cup size plus the thickness of the desired cement mantel (minimum of 2 mm).   
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How Supplied
The REMEDY® POLY+PLUS™ Acetabular Cup implants are packaged and distributed sterile. Do not resterilize. 
All packages should be inspected for integrity prior to use. If a package is opened, contaminated or damaged it 
should not be used. 

Caution
Store in a cool and dry environment. 
Do not use if the inner container is damaged or opened.
Federal law restricts this device to sale by or on the order of a physician.

Information
For further product information, please contact Customer Service.
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For the following three hours the patient must not move their leg to ensure correct fixation of the whole 
REMEDY® & REMEDY SPECTRUM® GV implant(s). To prevent dislocation, the same measures utilized for a 
permanent total hip replacement should be adopted, plus other specifics such as:

• Instructions, techniques or guides for the spacer device.
• Placement with appropriate joint tension of the soft tissues around the hip joint (offset adjustment.)
• Acquiring ideal cup support in the event of severe acetabular bone loss.
• In cases at risk consider the use of an abduction brace (possibly articulated) to assist flexion to avoid the  
risk of dislocation.

Postoperative Treatment
Postoperative treatment is comparable with a total hip implant; however, weight-bearing can be only partial 
(use of canes, crutches, etc.). It is recommended that partial weight-bearing be assessed on an individual 
basis in relation to the anatomic conditions of the femur and acetabulum, bone trophism and the clinical 
conditions of the patient during rehabilitation stages. Excessive weight bearing or forced mobilization which 
could cause the implant to damage the biological structure must be avoided. If needed, an abduction brace
(possibly articulated) to assist flexion may be suggested in cases at risk of dislocation.

Explantation
The REMEDY® POLY+PLUS™ Acetabular Cup must be removed within 180 days of implantation and is not 
intended for use as a permanent prosthesis. Revision instruments (mallets, osteotomes, etc.) can be used 
in the surgical procedure. The wound site should be thoroughly cleaned of all bone cement debris prior to 
implantation of a definitive implant or performing an alternative surgical procedure (e.g. resection arthroplasty 
etc.). Cement or bone debris may shorten the survival of the revision implant if not removed. 

Disposal
Disposal of the device should be in accordance with local waste regulations.

Patient Precautions (surgeon-to-patient instructions):
• Pain, discomfort or trauma with the affected limb must be communicated to the surgeon.
• Canes, crutches, walkers, etc., (protected weight-bearing mobility devices) must be used at all times while 
the device is implanted.

• The REMEDY® POLY+PLUS™ Acetabular Cup must be removed after temporary implantation (not to
exceed 180 days).

• Excessive loading/weight on the REMEDY® POLY+PLUS™ Acetabular Cup must be avoided (sports activity, 
obesity, falling, unprotected weight bearing, etc.).

The patient’s anatomic conditions of the hip district, bone trophism and other relevant clinical conditions during 
the rehabilitation phase should be periodically reviewed as the REMEDY® POLY+PLUS™ Acetabular Cup 
was designed for temporary implantation under protected load bearing conditions. 

REMEDY® POLY+PLUS™ Acetabular Cup Main Dimensions

REMEDY   POLY+PLUS™ 
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Implant Positioning  
When the correct position has been determined, open the package of the REMEDY® POLY+PLUS™ Acetabular 
Cup. Using antibiotic loaded acrylic bone cement, apply the cement to native acetabulum and the backside of 
REMEDY® POLY+PLUS™ Acetabular Cup (Figure 2). Place the acetabular cup in the acetabulum by hand. 

The device should be implanted using hand pressure only with the provided ball inserter/pusher to hold the 
implant in place while the cement cures shown in Figure 3. Note: do not use excessive pressure for device 
positioning.

Do not combine the REMEDY® SPECTRUM GV Modular Femoral Head with the REMEDY® POLY+PLUS™

Acetabular Cup. Do not combine the REMEDY® CoCr Modular Femoral Head with the REMEDY® Acetabular 
Cup (PMMA).

The REMEDY® POLY+PLUS™ Acetabular Cup must not remain implanted for more than 180 days. The 
operative area should be rigorously irrigated and rinsed after device extraction to remove all cement debris 
prior to implantation of the permanent prosthesis or other surgical procedures (resection arthroplasty, 
etc.). Survival of the revision implant may be jeopardized if cement and/or bone debris are not thoroughly 
removed. The device has specific indications for use. Thus its use under conditions other than the intended 
ones is unlikely to provide any benefit to the patient, and increases the risk of developing drug-resistant 
bacteria.

Implantation/Utilization
Aseptic surgical techniques are critically important based on clinical study data. The use of the REMEDY® 
POLY+PLUS™ Acetabular Cup is checked by the surgeon in relation to the patient’s anatomy and need. In 
order for the surgeon to effectively implant the device, the surgeon shall: (A) study available literature, (B) 
properly and thoroughly train on the techniques required for the REMEDY® POLY+PLUS™ Acetabular Cup 
surgery, and (C) study and become informed regarding the use of instrumentation for sizing and implantation 
of the devices. REMEDY® POLY+PLUS™ Acetabular Cups must be used in combination with appropriate 
REMEDY® CoCr Modular Head sizes.

NOTE: REMEDY® POLY+PLUS™ Acetabular Cup must be combined with a new implant only. REMEDY® 
Acetabular Cup Pusher is also available to ensure that the implant is correctly placed in the patient’s 
anatomy. 

Warning: REMEDY® POLY+PLUS™ Acetabular Cup must be cemented with antibiotic loaded bone cement. 

NOTE: It is recommended to use High Viscosity bone cement for implant fixation. This will facilitate 
explantation at the second stage surgery.  

Application Instructions
All routes of access to the hip may be utilized for the insertion of the REMEDY® POLY+PLUS™ Acetabular 
Cup. The operative site must be irrigated with Ringer’s or physiological solution. Also, thorough debride-
ment must be executed after removal of the prosthesis and before inserting the REMEDY® POLY+PLUS™ 
Acetabular Cup. Excess cement or debris from the previous device must be removed to ensure a clear 
operative area.

REMEDY® POLY+PLUS™ Acetabular Cup Use 

Size Selection 
After a thorough debridement has been complete, the acetabulum should be appropriately sized for the 
implantation of the REMEDY® POLY+PLUS™ Acetabular Cup. The appropriate size should consider the 
OD of the chosen cup size plus the thickness of the desired cement mantel (minimum of 2 mm).   
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How Supplied
The REMEDY® POLY+PLUS™ Acetabular Cup implants are packaged and distributed sterile. Do not resterilize. 
All packages should be inspected for integrity prior to use. If a package is opened, contaminated or damaged it 
should not be used. 

Caution
Store in a cool and dry environment. 
Do not use if the inner container is damaged or opened.
Federal law restricts this device to sale by or on the order of a physician.
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For the following three hours the patient must not move their leg to ensure correct fixation of the whole 
REMEDY® & REMEDY SPECTRUM® GV implant(s). To prevent dislocation, the same measures utilized for a 
permanent total hip replacement should be adopted, plus other specifics such as:

• Instructions, techniques or guides for the spacer device.
• Placement with appropriate joint tension of the soft tissues around the hip joint (offset adjustment.)
• Acquiring ideal cup support in the event of severe acetabular bone loss.
• In cases at risk consider the use of an abduction brace (possibly articulated) to assist flexion to avoid the  
risk of dislocation.

Postoperative Treatment
Postoperative treatment is comparable with a total hip implant; however, weight-bearing can be only partial 
(use of canes, crutches, etc.). It is recommended that partial weight-bearing be assessed on an individual 
basis in relation to the anatomic conditions of the femur and acetabulum, bone trophism and the clinical 
conditions of the patient during rehabilitation stages. Excessive weight bearing or forced mobilization which 
could cause the implant to damage the biological structure must be avoided. If needed, an abduction brace
(possibly articulated) to assist flexion may be suggested in cases at risk of dislocation.

Explantation
The REMEDY® POLY+PLUS™ Acetabular Cup must be removed within 180 days of implantation and is not 
intended for use as a permanent prosthesis. Revision instruments (mallets, osteotomes, etc.) can be used 
in the surgical procedure. The wound site should be thoroughly cleaned of all bone cement debris prior to 
implantation of a definitive implant or performing an alternative surgical procedure (e.g. resection arthroplasty 
etc.). Cement or bone debris may shorten the survival of the revision implant if not removed. 

Disposal
Disposal of the device should be in accordance with local waste regulations.

Patient Precautions (surgeon-to-patient instructions):
• Pain, discomfort or trauma with the affected limb must be communicated to the surgeon.
• Canes, crutches, walkers, etc., (protected weight-bearing mobility devices) must be used at all times while 
the device is implanted.

• The REMEDY® POLY+PLUS™ Acetabular Cup must be removed after temporary implantation (not to
exceed 180 days).

• Excessive loading/weight on the REMEDY® POLY+PLUS™ Acetabular Cup must be avoided (sports activity, 
obesity, falling, unprotected weight bearing, etc.).

The patient’s anatomic conditions of the hip district, bone trophism and other relevant clinical conditions during 
the rehabilitation phase should be periodically reviewed as the REMEDY® POLY+PLUS™ Acetabular Cup 
was designed for temporary implantation under protected load bearing conditions. 

REMEDY® POLY+PLUS™ Acetabular Cup Main Dimensions
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Implant Positioning  
When the correct position has been determined, open the package of the REMEDY® POLY+PLUS™ Acetabular 
Cup. Using antibiotic loaded acrylic bone cement, apply the cement to native acetabulum and the backside of 
REMEDY® POLY+PLUS™ Acetabular Cup (Figure 2). Place the acetabular cup in the acetabulum by hand. 

The device should be implanted using hand pressure only with the provided ball inserter/pusher to hold the 
implant in place while the cement cures shown in Figure 3. Note: do not use excessive pressure for device 
positioning.

Do not combine the REMEDY® SPECTRUM GV Modular Femoral Head with the REMEDY® POLY+PLUS™

Acetabular Cup. Do not combine the REMEDY® CoCr Modular Femoral Head with the REMEDY® Acetabular 
Cup (PMMA).

The REMEDY® POLY+PLUS™ Acetabular Cup must not remain implanted for more than 180 days. The 
operative area should be rigorously irrigated and rinsed after device extraction to remove all cement debris 
prior to implantation of the permanent prosthesis or other surgical procedures (resection arthroplasty, 
etc.). Survival of the revision implant may be jeopardized if cement and/or bone debris are not thoroughly 
removed. The device has specific indications for use. Thus its use under conditions other than the intended 
ones is unlikely to provide any benefit to the patient, and increases the risk of developing drug-resistant 
bacteria.

Implantation/Utilization
Aseptic surgical techniques are critically important based on clinical study data. The use of the REMEDY® 
POLY+PLUS™ Acetabular Cup is checked by the surgeon in relation to the patient’s anatomy and need. In 
order for the surgeon to effectively implant the device, the surgeon shall: (A) study available literature, (B) 
properly and thoroughly train on the techniques required for the REMEDY® POLY+PLUS™ Acetabular Cup 
surgery, and (C) study and become informed regarding the use of instrumentation for sizing and implantation 
of the devices. REMEDY® POLY+PLUS™ Acetabular Cups must be used in combination with appropriate 
REMEDY® CoCr Modular Head sizes.

NOTE: REMEDY® POLY+PLUS™ Acetabular Cup must be combined with a new implant only. REMEDY® 
Acetabular Cup Pusher is also available to ensure that the implant is correctly placed in the patient’s 
anatomy. 

Warning: REMEDY® POLY+PLUS™ Acetabular Cup must be cemented with antibiotic loaded bone cement. 

NOTE: It is recommended to use High Viscosity bone cement for implant fixation. This will facilitate 
explantation at the second stage surgery.  

Application Instructions
All routes of access to the hip may be utilized for the insertion of the REMEDY® POLY+PLUS™ Acetabular 
Cup. The operative site must be irrigated with Ringer’s or physiological solution. Also, thorough debride-
ment must be executed after removal of the prosthesis and before inserting the REMEDY® POLY+PLUS™ 
Acetabular Cup. Excess cement or debris from the previous device must be removed to ensure a clear 
operative area.

REMEDY® POLY+PLUS™ Acetabular Cup Use 

Size Selection 
After a thorough debridement has been complete, the acetabulum should be appropriately sized for the 
implantation of the REMEDY® POLY+PLUS™ Acetabular Cup. The appropriate size should consider the 
OD of the chosen cup size plus the thickness of the desired cement mantel (minimum of 2 mm).   
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The REMEDY® POLY+PLUS™ Acetabular Cup implants are packaged and distributed sterile. Do not resterilize. 
All packages should be inspected for integrity prior to use. If a package is opened, contaminated or damaged it 
should not be used. 

Caution
Store in a cool and dry environment. 
Do not use if the inner container is damaged or opened.
Federal law restricts this device to sale by or on the order of a physician.
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For the following three hours the patient must not move their leg to ensure correct fixation of the whole 
REMEDY® & REMEDY SPECTRUM® GV implant(s). To prevent dislocation, the same measures utilized for a 
permanent total hip replacement should be adopted, plus other specifics such as:

• Instructions, techniques or guides for the spacer device.
• Placement with appropriate joint tension of the soft tissues around the hip joint (offset adjustment.)
• Acquiring ideal cup support in the event of severe acetabular bone loss.
• In cases at risk consider the use of an abduction brace (possibly articulated) to assist flexion to avoid the  
risk of dislocation.

Postoperative Treatment
Postoperative treatment is comparable with a total hip implant; however, weight-bearing can be only partial 
(use of canes, crutches, etc.). It is recommended that partial weight-bearing be assessed on an individual 
basis in relation to the anatomic conditions of the femur and acetabulum, bone trophism and the clinical 
conditions of the patient during rehabilitation stages. Excessive weight bearing or forced mobilization which 
could cause the implant to damage the biological structure must be avoided. If needed, an abduction brace
(possibly articulated) to assist flexion may be suggested in cases at risk of dislocation.

Explantation
The REMEDY® POLY+PLUS™ Acetabular Cup must be removed within 180 days of implantation and is not 
intended for use as a permanent prosthesis. Revision instruments (mallets, osteotomes, etc.) can be used 
in the surgical procedure. The wound site should be thoroughly cleaned of all bone cement debris prior to 
implantation of a definitive implant or performing an alternative surgical procedure (e.g. resection arthroplasty 
etc.). Cement or bone debris may shorten the survival of the revision implant if not removed. 

Disposal
Disposal of the device should be in accordance with local waste regulations.

Patient Precautions (surgeon-to-patient instructions):
• Pain, discomfort or trauma with the affected limb must be communicated to the surgeon.
• Canes, crutches, walkers, etc., (protected weight-bearing mobility devices) must be used at all times while 
the device is implanted.

• The REMEDY® POLY+PLUS™ Acetabular Cup must be removed after temporary implantation (not to
exceed 180 days).

• Excessive loading/weight on the REMEDY® POLY+PLUS™ Acetabular Cup must be avoided (sports activity, 
obesity, falling, unprotected weight bearing, etc.).

The patient’s anatomic conditions of the hip district, bone trophism and other relevant clinical conditions during 
the rehabilitation phase should be periodically reviewed as the REMEDY® POLY+PLUS™ Acetabular Cup 
was designed for temporary implantation under protected load bearing conditions. 
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Overview	
The REMEDY® POLY+PLUS™ Acetabular Cup (Figure 1) is part 
of the treatment in a two-stage procedure performed in the event 
of permanent prosthesis infection. 

The REMEDY® POLY+PLUS™ Acetabular Cup implant is intended for 
temporary use only (180 days or less) and allows for basic joint mobility. 
The REMEDY® POLY+PLUS™ Acetabular Cup implant is to be used only 
in combination with REMEDY® CoCr Modular Head. Do not combine the
REMEDY® POLY+PLUS™ Acetabular Cup with the REMEDY® & REMEDY
SPECTRUM® GV Modular Femoral Head. A second surgery will be required
at a later date to remove REMEDY® POLY+PLUS™ Acetabular Cup and
replace it with a permanent hip joint implant.  

REMEDY® POLY+PLUS™ Acetabular Cup: 
• single-use medical device/ethylene oxide sterile
• formed with UHMWPE Crosslinked with Vitamin E

Indications
The OsteoRemedies® Hip Spacer System consists of a modular head and stem, and an optional acetabular 
cup. The REMEDY® PMMA components of the OsteoRemedies® Hip Spacer System include gentamicin and    
the REMEDY SPECTRUM® GV PMMA components include gentamicin and vancomycin.

The OsteoRemedies® Hip Spacer System is indicated for temporary use (maximum 180 days) as an adjunct
to total hip replacement (THR) in skeletally mature patients undergoing a two-stage procedure due to a septic 
process and where gentamicin or gentamicin/vancomycin are the most appropriate antibiotic based on the 
susceptibility pattern of the infecting micro-organisms.

Following removal of the existing acetabular and femoral components and radical debridement the head and 
stem components are inserted into the femoral medullary canal and can mate directly with the native acetabu-
lum or an acetabular component which is placed in the acetabular cavity. The device is intended for use in 
conjunction with systemic antimicrobial antibiotic therapy (standard treatment approach to an infection).

The OsteoRemedies® Hip Spacer System is not intended for use for more than 180 days, at which time it must
be explanted and a permanent device implanted or another appropriate treatment performed (e.g. resection 
arthroplasty, etc.).

Contraindications
Contraindicated for use with:
• Deficiencies in the patient’s vascular, nervous or muscular systems.
• Osteoporosis or poor bone quality may cause the implant to fracture existing bone or migrate.
• Patient’s two-stage arthroplasty procedure is contraindicated based on decreased immune response
or systemic clinical conditions.

• The infected THR devices cannot be removed.
• Patient exhibits hypersensitivity (allergy) to polyethylene, PMMA bone cement, aminoglycosides or gentamicin.

SURGEON INFORMATION

REMEDY® POLY+PLUS™ACETABULAR CUP

1

2

• Lack of ideal bone disallows support of the prosthesis in the acetabular region or proximal femur
(e.g. when Burch Schneider reinforcement cage is needed)

• Infection of the THR cannot be confirmed.
• Infecting bacteria/pathogens resistant or not susceptible to gentamicin when coupled with the REMEDY

®
 Hip Spacer.

• Infecting bacteria/pathogens resistant or not susceptible to gentamicin and vancomycin when coupled with
the REMEDY SPECTRUM

®
 GV Hip Spacer.

• A remote infection (systemic or secondary) is suspected or verified.
• Patient has myasthenia gravis.
• The patient does not have a THR and the infection is secondary to trauma, septic arthritis or other

surgical procedures.
• Patient has neuromuscular disorders disallowing proper control of the hip. 
• Patient is unable or rejecting the use of protected weight bearing devices throughout the implantation period
(canes, walkers, crutches, etc.).

• Age, weight or activity level, may cause the surgeon to expect possible, early failure of the hip spacer.
• The REMEDY

®
 CoCr Modular Femoral Heads should not be used with the PMMA REMEDY

®
 Acetabular Cups.

• The PMMA REMEDY
®
 and REMEDY SPECTRUM

®
 Modular Femoral Heads should not be used with the

REMEDY
®
 POLY+PLUS™ Acetabular Cups.

Possible Adverse Events
The list provided below addresses serious adverse effects which may be associated with the use of the
REMEDY

®
 POLY+PLUS™ Acetabular Cup. Note that some effects are not directly associated with the device

itself; however, the surgeon should be aware of these possible issues, and be ready to treat them accordingly.

Surgical Risks (General): pulmonary embolism, myocardial infarction, arrhythmias, venous thrombosis,
and transitory hypotension.

Surgery Risks (THR): difference in limb length, wound healing issues, femur or acetabulum damage,
blood vessel damage, nerve damage, bone bed damage, excessive blood loss, arthrofibrosis, phlebitis,
thrombophlebitis, and hematoma

REMEDY
®
 POLY+PLUS™Acetabular Cup Risks: recurrent infection, implant breakage, head disassembly,

implant loosening, debris release, difficult device removal, implant dislocation, and foreign body reaction. 

NOTES: The surgeon should be aware of the possible negative effects of bone cement, as the device must be 
affixed with it. Reoccurring infections have been known to present even with intravenous (i.v.) antibiotic use.

Pregnancy and Breast-feeding
There are no existing data that illustrates the usage safety of the REMEDY

®
 POLY+PLUS™Acetabular Cup 

during pregnancy and breast-feeding. It is recommended that hip revision surgery be avoided during the first 
three months of pregnancy. The REMEDY

®
 POLY+PLUS™Acetabular Cup can be used in the remaining 

gestation time only when it is determined that it is impossible to save the joint or preserve the patient’s life
by other means of intervention. 

Use in Children
No data or tests support that the REMEDY

®
 POLY+PLUS™Acetabular Cup is safe to use in children. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup should only be used in mature adults. 
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Precautions
Review of the OsteoRemedies

®
 LLC surgical technique for hip arthroplasty revision surgery and familiarity

with the proper use of the REMEDY
®
 POLY+PLUS™Acetabular Cup is required for successful implantation 

of the device. Only surgeons who have studied the REMEDY
®
 & REMEDY SPECTRUM

®
 GV Hip Spacer 

surgical technique, including the additional steps for the use of the acetabular component, and are aware of 
the limitations of its application, should perform the procedure. The surgeon should not adjust or modify the
device in any way (do not add antibiotics to the device as the structural and pharmacological effects cannot
be known). 

The user must protect the device from harm as any damage to the implant may reduce fatigue strength and 
may result in failure under load thus possibly affecting the patient. If particulate debris becomes detached
(loose fragments of bone or bone cement) the wear rate of component contact surface is greatly accelerated 
as debris acts as an abrasive and damaging anomaly. The REMEDY

®
 POLY+PLUS™Acetabular Cup may 

be compromised in an overweight or obese patient and/or one who does not limit the amount of activity and 
weight placed on the hip. It is essential that the patient use mobility-assisted devices (e.g. crutches, walker, 
cane) during the implantation period. 

Care should be taken in placing the spacer to preserve other remaining bony tissue during the implantation 
procedure. Implantation methods which are deemed aggressive are not needed for proper placement of 
the spacer. Any damage to the device may affect the fatigue strength and lead to failure under load, therefore
do not subject the device to excessive forces (mallet strikes). Antibiotic susceptibility testing should be
performed using a fine needle aspiration from the joint site prior to implantation of the REMEDY

®

POLY+PLUS™ Acetabular Cup. Patients should be informed of the limitations of the implant and the 
requirement for additional surgery to implant a permanent hip prosthesis. Patients should be instructed to 
adjust their activities and be informed that postoperative care is essential. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup is single-use, intended for an individual patient. Do not rest-

erilize and/or reuse. Resterilization can cause a risk of infection to the patient and may change the morphology 
of the device, the effectiveness of the antibiotic component and mechanical properties of the implant, which
could cause a malfunction with serious health risks for the patient. The implant must not be reused once
removed, though it may appear undamaged, as this could cause contamination and aggravation of patient’s
infection. By not following these recommendations there will be an increased likelihood of wear, loosening,
poor function, fracture or premature failure. The removed device is a surgical waste and must be discarded
once explanted at the end of its lifetime. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup must not be implanted if the existing implant cannot be 

completely removed. 

The REMEDY
®
 POLY+PLUS™Acetabular Cup should not be used in areas that contain osteosynthesis 

implants that may interfere with the device and its mechanical function. 

The REMEDY SPECTRUM
®
 GV Modular Femoral Head is intended for use with the optional REMEDY

®

Acetabular Cup (PMMA) and the REMEDY
®
 CoCr Modular Femoral Head is intended for use with the

optional REMEDY
®
 POLY+PLUS™Acetabular Cup (UHMWPE XL with Vitamin E).




